
Instruction sheet 
Elysée BATEIA 

REMINDER—Read the directions for use carefully 

before use 

DIMENSIONS AND LOADS 

Outside width 777 mm 

Inside width 440/610 mm 

Outside length 1712 mm 

Inside length 1070/1420 mm 

  

Min.  transfer height (door closed) 860 mm 

Max. transfer height (door closed) 1160 mm 

Min. transfer height (door open) 530 mm 

Max. transfer height (door open) 830 mm 

  

Max weight, patient/resident 210 kg 

Max. load (patient + water) 300 kg 

Min. bathtub weight 

(tub, lift, taps and fittings & panels 
210 kg 

Max. bathtub weight  & options 

(balneotherapy, aroma, chromo & music 

therapy 

235 kg 

  

Max. time of continuous use of the lift ON 1’ - OFF 9’ 

Time of balneotherapy use cycle ON 20’ 

WATER 

Maximum water consumption 178 L 

Filling time at a pressure of 3.0 bars +/- 9’ 

Emptying time for maximum level +/- 3’20 sec 

Min./max. temperature display 0° à 55° C 

Temperature display precision 1°C 

Door Safety 

22 
Any contact of the metal strip with the bather will 

stop the door closing 

21 
Any significant vertical pressure on the door will 

stop the rising movement 

9 
Any pressure on the emergency button will stop 

the door closing 

If the bath is equipped with a solenoid valve, these two ac-

tions will cause the flow of water to stop 

If the safety system is on, empty the bathtub to 

open the door 

Door unlocking button 

11 

- Door open (blinking LED) - Press to activate the 

bath 

- Door closed (fixed LED) - presence of water 

- Door closed (blinking blue LED indicating there is 

no more water).  Press to open the door 

13 A. Music unit 

13 B. Dream music 

A. 
B. 



Elysée BATEIA 

REMINDER—Read the directions for use care-

fully before use 

1 Height-adjustable chassis control 

2 Thermostatic tap system with temperature lock 

3 Emptying and overflow opening and closing control 

4 Height-adjustable chassis legs 

5 Water outlet plug 

6 Trigger-operated rinsing hand shower and bracket 

7 Aromatherapy container * 

8 Disinfection container  * 

9 Door emergency stop button 

10 Bathwater temperature display * 

11 Door unlocking control 

12 Water balneotherapy suction strainer * 

13 Musical unit * or Dream music * 

15 Chromotherapy device by multicolour projector * 

16 2 X 7 colour LEDS for PRIMA chromotherapy * 

17 Water detection sensors 

20 Stainless-steel grip handle * 

- Once the bath has been completed, adjust the height of the 

bathtub to take advantage of the ergonomic working condi-

tions by making use of the control buttons (ref. 1) 

- Rinse the inside of the bathtub using the shower head.   

- Rinse the bathtub using the Ely’Surfa Safe disinfection prod-

uct recommended in the range of Elysée Concept disinfection 

products and available in spray form. 

- If the bath is fitted with a balneotherapy system, start the 

disinfection process or allow the automatic system to start 

and complete the cycle. 

- Repeat the rinsing and manual disinfection operation 

  

Do not clean the bathtub with corrosive products and 

abrasive sponges 

CLEANING and DESINFECTION 

* Optional 

17 Water detection sensors (door opening and closing) 

18 Starting of hydromassage * 

 1 push = continuous jet (red LED on) 

 2 pushes = alternative jet (red LED on-lighting) 

 3 pushes = stop (LED off) 

 Starting of Air jet * 

 1 push—continuous jet (red LED on) 

 2 pushes = wave effect (red LED on-lighting) 

 3 pushes : stop (LED off) 

 Starting of chromotherapy * 

 1 push = loop light cycle (red LED on) 

 2 pushes = colour fixing (red LED on-lighting) 

 3 pushes  = stop (LED off) 

 Starting of PRIMA balneo system *  (Air) 

 1 push = ON 

 2 pushes—OFF 

Only operates if the minimum water level is reached 

19 Semi-automatic disinfection * 

 - Fill the bath up to the required minimum wa-

ter level (balneotherapy level) 

- Press the control button for 5’’ (LED continu-

ously on) 

- To stop, press the control (LED off) 

 Red LED on —> fill the container with disin-

fectant solution 

 Automatic disinfection (Flash) * 

  

- Green LED on when bath is completely empty  

(10 min. time delay) 

- To activate manually, press the control for 5 

seconds (LED on) 


